
WHEELCHAIR ACCESSORIES

MONITORING & INSPECTION
Be sure to follow your facility’s policies and state guidelines 
for use of this product and frequency of patient monitoring.  
Inspect product before each use to insure product continues 
to perform as designed.  Check for broken stitches or parts; 
torn, cut or frayed material; or buckles that do not hold 
securely. DO NOT use soiled products. 

APPLICATION INSTRUCTIONS:
1. Before seating patient, lock both brakes and place both 
footrests in the up and stowed position.  Seating patient as 
far back as possible, reposition footrests and place patient's 
feet on them.
2. Secure front closure and place the belt at the patient's 
waist. Thread the straps behind the patient, through the 
space between the wheelchair seat and backrest.
3. Criss-cross the straps and loop the straps over the 
opposite kick spur  (See Illustration B). Adjust the sliders for a 
proper fit. The belt should fit snug and comfortable. Note: 
Belt should not be so snug as to interfere with patient's 
breathing. You should be able to slide your open hand 
between the device and the patient.
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9703 - Hook & Loop
To close and open hook/loop, thread hook tab through ring 
on opposite belt section. Bring hook over ring and apply to 
loop material. To release, simply pull up on the hook 
material.

9704 - Quick Release Buckle
To close and open buckle, insert male buckle into female 
end. The buckle is secure when securing tabs on the male 
end click into place. To release, simultaneously press the tabs 
on both sides of the buckle.

9705 - Hook/Loop Closure W/Red Loop
To close and open hook/loop, thread the side with red loop 
(hook material side) through the ring on the opposite belt 
section. Apply the hook to the loop material. To release, have 
patient place his/her hand inside the red loop and pull up.

9706 - Resident Friendly Buckle
Lift the faceplate of the buckle & insert webbing through the 
space between the buckle cam and base. Adjust webbing to 
a snug, comfortable fit and press faceplate all the way down 
to secure buckle. Tug back on webbing (direction opposite 
from insertion) to lock cam. To release buckle, lift up loose 
webbing end.

Model
9703
9704
9705
9706

Closure Type
Velcro Hook & Loop
Quick-Release Buckle
Velcro Hook & Loop W/Red Pull
Resident-Friendly

Size
Universal
Universal
Universal
Universal






Fasten buckles to reduce risk of damage during wash and 
dry cycles. Do not wash or dry at temperatures that 
exceed 180º F (82º C). Do not use bleach.

9703 - Velcro Hook & Loop Closure 9705 - Velcro Hook & Loop
W/Red Pull Closure

9704 - Quick-Release Buckle Closure 9706 - Resident-Freindly Closure

Save time and effort with the easy-on, easy-off,
rear adjustable-loop closure.

DO NOT use on a patient with a condition in which a 
restraint maybe disruptive.
DO NOT use on a patient who is or becomes highly agitated.

Resident Release Cushion Belts help position the patient and 
provide added safety while acting as a reminder to call for 
assistance before exiting a wheelchair. Multiple closures are 
available to insure patient ability to easily self-release. If the 
patient is not able to self-release, the belt is considered a 
restraint and must be prescribed by a physician. 

LAUNDERING INSTRUCTIONS

ANTIMICROBIAL


